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Acclimatisation Time of Temperature / Humidity Sensor HC2A‐S by rotronic

Temperature measured by sensor HC2A‐S

Actual temperature

1 % volume deviation corresponding to 2.93 °C
deviation in temperature

after about 10 minutes

Change of actual temperature: 19 °C within 15 seconds
Air flow approach velocity: 0 m/s


